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Summary

This study compared the accuracy of contrast-
enhanced MR angiography (CE-MRA) to intra-
arterial cerebral angiography (IA-DSA) for as-
sessment of intracranial aneurysms after stent-
assisted coiling and to check if the presence of a 
stent in the parent artery diminishes the accura-
cy of CE-MRA.

Consecutive patients with cerebral aneurysms 
treated by stent-assisted coiling were evaluated 
retrospectively. Matching follow-up CE-MRA 
and IA-DSA were evaluated separately. Evalua-
tion included the presence of aneurysmal rem-
nant, patency and stenosis of parent artery.

Twenty-seven patients with 28 aneurysms and 
33 matched CE-MRA and IA-DSA studies 
were evaluated. Nineteen aneurysmal remnants 
were seen on CE-MRA and 16 on IA-DSA. 
CE-MRA diagnosed three aneurysmal rem-
nants not appreciated on IA-DSA. Five other 
remnants were larger on CE-MRA than IA-
DSA. None of the remnants were missed on 
CE-MRA. 

Parent arteries were patent on both modali-
ties. CE-MRA showed false stenosis of the stent-
ed artery in six cases and exaggerated stenosis in 
two. In 18 cases, CE-MRA showed a short focal 
“pseudo-stenosis” where the stent’s marker 
bands were located. This was noted whenever 
the stent’s marker bands were located in an ar-
tery with luminal diameter ≤2 mm and was 
called “marker band effect”. 

CE-MRA is an accurate technique for follow-
up of aneurysms post stent-assisted coiling with 
excellent depiction of remnants in spite of the 
presence of a stent. Apparent stenosis of the 
stented parent artery on CE-MRA is often false 

or exaggerated. “Marker band effect” should be 
recognized as an artifact that appears when 
stent’s marker bands are in a small artery. 

Introduction

Endovascular coiling has become the treat-
ment of choice for most cerebral aneurysms 
since the results of the ISAT trial 1. The major 
disadvantage of this technique is the possibility 
of aneurysm re-canalization due to coil com-
paction with a potential risk of future hemor-
rhage 2-6. Follow-up of patients who have under-
gone endovascular treatment of aneurysms is 
therefore mandatory. MR angiography (MRA) 
has been shown to be as accurate as conven-
tional cerebral angiography (DSA) for follow-
up of aneurysms post coiling 7-11. As the tech-
nique of endovascular coiling advances, it is 
applied to more complicated aneurysms such 
as aneurysms with a wide neck. This is often 
performed with device assistance such as bal-
loon or stent-assisted techniques. After stent-
assisted coiling, a stent is left within the parent 
artery at the neck of the aneurysm. This metal 
device can potentially influence the image 
quality of MRA and hinder its reliability in de-
tecting aneurysmal remnants. The purpose of 
this study was to evaluate the accuracy of con-
trast enhanced MR angiography (CE-MRA) as 
compared to conventional intra-arterial cere-
bral angiography (IA-DSA) for the assessment 
of intracranial aneurysms after stent-assisted 
coiling. Specifically we tried to check if the 
presence of a stent in the parent artery at aneu-
rysmal neck diminishes the accuracy of CE-
MRA in diagnosis of aneurysmal remnants.
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circle of Willis, with the following parameters: 
3.7/1/1.1 (repetition time ms/echo time ms/tip 
angle); fractional echo acquisition; field of view, 
22·22 cm; matrix, 320·320; bandwidth, 62.5 kHz; 
section thickness, 1.0 mm; flip angle, 30; 76 sec-
tions resulting in a 7.6 cm-thick volume; and a 
scan time of 2 min. Resultant voxel dimensions 
were 0.7·0.5·1.0 mm (this resolution was ob-
tained without zero filling techniques). 3D MIP 
reconstructions were available as well. 

Catheter Cerebral Angiography (IA-DSA)

Catheter-based intra-arterial cerebral angi-
ography (IA-DSA) was performed in all pa-
tients using a dedicated biplane neuroangiogra-
phy suite (General Electric, L CN+, Buc, 
France). All IA-DSA examinations included 
frontal and lateral views with selective injec-
tion of the appropriate internal carotid or ver-
tebral arteries. All IA-DSA examinations also 
included a subtracted rotational (spin) angi-
ogram acquisition with selective arterial injec-
tion. The amounts of iodinated contrast medi-
um (Omnipaque 300, GE Healthcare, Chalfont 
St. Giles, U K) injected for the AP and lateral 
view were; 5 cc per second to a total volume of 
10 cc for the carotids and 3-4 cc per second to a 
total of 7-8 cc for the vertebral arteries. For the 
rotational views 4 cc per sec to a total of 20cc 
were used for the internal carotid and 3 cc to a 
total of 15 cc for the vertebral artery. 

Results

Twenty-seven patients with 28 aneurysms 
following stent-assisted coiling were retrospec-
tively evaluated. This includes 20 women and 
seven men between 38 and 70 years of age (av-
erage 51.6 years). One patient had two aneu-
rysms coiled with stent assistance.

All aneurysms were followed after coiling 
with CE-MRA and IA-DSA. The 28 aneurysms 
received 33 paired CE-MRA and IA-DSA 
studies. Three of the coiled aneurysms had two 
pairs of matched CE-MRA and IA-DSA (on 
separate occasions) and one patient had three 
matched follow-up studies (on separate occa-
sions). The time frame between the paired CE-
MRA and IA-DSA studies ranged between 
same day and 214 days (average 89 days, medi-
an 69 days). Sixteen of the matched studies 
(52%) are within 60 days of each other (aver-
age 20 days, median 14 days) and 17 studies are 

Materials and Methods

All consecutive patients with intra-cranial 
aneurysms that were treated by endovascular 
stent-assisted coiling in our institution between 
November 2003 and September 2008 were ret-
rospectively evaluated. All patients had post 
coiling follow-up with both contrast enhanced 
MR angiography (CE-MRA) and intra-arterial 
catheter cerebral angiography (IA-DSA). 

One interventional neuroradiologist (RA) 
reviewed the cases. The reviewer was presented 
with CE-MRA or IA-DSA images of the rele-
vant vessels and was aware of the location of 
the treated aneurysm in each case. The review-
er was presented with AP, LAT and spin views 
of the relevant vessel on IA-DSA and with ax-
ial source images and previously produced 3D 
MIP reconstructions of the CE-MRA. 

The studies were evaluated separately; re-
view of CE-MRA of all patients was followed 
by a review of the IA-DSA of all patients sepa-
rated by one week and not at the same order. 
The reviewer evaluated each study for the pres-
ence of residual/recurrent aneurysm, patency 
of the parent vessel and stenosis of parent ves-
sel. As a second stage, after this separate review 
took place, the reviewer performed another 
evaluation. In this evaluation, the reviewer 
compared paired CE-MRA and IA-DSA for 
each patient. In this evaluation of paired stud-
ies, the reviewer compared the apparent size of 
residual aneurysm and the degree of parent 
vessel stenosis – when relevant. 

Magnetic Resonance Angiography (CE-MRA)

MRA examinations were performed using a 
1.5 Tesla MR scanner (GE Medical Systems, 
Milwaukee, Wis., U SA) with a standard eight 
channel head coil. The MRA examinations all 
included a CE-MRA using Gadovist (Bayer, 
Germany) injected at a rate of 1.5 cc per sec-
ond to a total of 15 cc followed immediately by 
a flush of 30 cc of saline. The specific method in 
use at our institution is an auto-triggered ellip-
tic centric ordered 3D Gadolinium-enhanced 
MR angiography 9. This method of CE-MRA 
results in essentially the same images to more 
ubiquitous forms of commercialized monitored 
or “fluoro-triggered” CE-MRA used in many 
centers worldwide. The source images consist 
of an elliptic centric ordered 3D fast SPGR se-
quence oriented in the axial plane, with cover-
age from the foramen magnum to above the 
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are closed cell design and the Neuroform is hy-
brid cell design. The sizes of stents used were: 
Neuroform: one 2.5×25 mm, two 3×20 mm, four 
3.5×20 mm, one 4×15 mm, three 4×20 mm, one 
4.5×15 mm, three 4.5×20 mm. Neuroform-2: two 
3×20 mm, one 3.5×20 mm, one 4.5×20 mm and 
one 4.5×30 mm. Neuroform-3: one 2.5×20 mm. 
Enterprise: three 4.5×22 mm and two 4.5×37 
mm. Both Leo stents were 4.5×25 mm. 

Results of Reviewer’s Evaluation

Aneurysmal remnants 

Of the 33 matched studies, 19 aneurysmal 
remnants were seen on CE-MRA and 16 were 
seen on the IA-DSA studies. Three remnants 
seen on CE-MRA were not detected on IA-
DSA (Figure 1). Out of the 16 remnants that 
were detected on both modalities, 11 were equal 
in size on both modalities (Figure 2) but five 
were significantly larger on CE-MRA than on 
IA-DSA (Figure 3). In total there was disagree-
ment between CE-MRA and IA-DSA in eight 
cases (either no remnant on IA-DSA or larger 
remnant on CE-MRA). In five of these cases 
MRA was performed a significant time later 
than IA-DSA (69 to 188 days later, average: 151 
days, median: 164 days) and thus the remnant 
might have developed in the interim. In three of 
these cases, MRA was performed earlier than 
IA-DSA (one day and 43 days) or in great prox-
imity but after IA-DSA (two days). In these 
three cases it is likely that CE-MRA had a bet-
ter depiction of the remnant. Two of those three 
cases were larger remnant on CE-MRA (MRA 
two days after and 43 days prior to DSA) and in 
one case the remnant was not seen on IA-DSA 
(MRA one day prior to DSA). These three cas-
es all demonstrated the “helmet effect” 10 ex-
plaining the superior depiction of the aneurys-

separated by more than 60 days (average 154 
days, median 176 days). In 25 cases the IA-
DSA was performed prior to the CE-MRA, in 
eight cases the CE-MRA was performed prior 
to IA-DSA and in one case both were per-
formed on the same day. 

The locations of the aneurysms evaluated ap-
pear in Table 1. They include: eight basilar tip, 
two basilar artery side wall, one vertebro-basi-
lar junction, one distal vertebral, three posteri-
or communicating artery (Pcom), two anterior 
communicating artery (Acom), three carotid 
termination, six paraophthalmic carotid and 
two cavernous carotid.  The sizes of the coiled 
aneurysms (according to largest diameter) 
ranged from 2.5 mm to 16 mm (average 9 mm). 

Fifteen of the aneurysms were asymptomatic, 
one presented with sixth cranial nerve palsy 
and 12 were originally ruptured aneurysms. The 
indication to use a stent in asymptomatic un-
ruptured aneurysms was a wide aneurysmal 
neck (prior or after recurrence) and failed bal-
loon assistant coiling. In ten of the ruptured pa-
tients the stent was deployed during retreat-
ment for aneurysmal residual or recurrence, 
remote from the SAH. In two patients with 
acutely ruptured aneurysm the stent-assisted 
procedure was performed as a primary ap-
proach at the time of acute SAH. In one of 
these ruptured patients the stent was placed at 
the time of acute SAH after failure of attempt-
ed balloon assisted coiling. In one patient the 
stent was deployed as a rescue procedure due 
to coil extrusion into the parent vessel. In this 
case the aneurysmal neck was wide as well.   

The types of stents used were: 15 Neuroform 
stents, five Neuroform-2, one Neuroform-3 
(Boston Scientific), five Enterprise (Cordis) and 
two L eo (Balt) stents. All are self-expandable 
nitinol stents. The Leo and the Enterprise stents 

Table 1  Location of aneurysms included in this study after stent-assisted coiling.

Posterior circulation Anterior circulation

Basilar tip 8 Carotid termination 3

Basilar side wall 2 Acom 2

Vertebro-basilar Junction 1 Paraophthalmic 6

Distal vertebral 1 Cavernous carotid 2

Pcom 3

Total 15 Total 13
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Figure 1  Aneurymal remnants in 3 patients that were not demonstrated on IA-DSA but seen on CE-MRA. Paired CE-MRA 
and IA-DSA images are presented (A and D, B and E, C and F). All are cases in which an aneurysmal remnant is shown on 
CE-MRA (arrow in A, B and C) but not depicted on IA-DSA (D, E and F). Patient A underwent both examinations 1 day 
apart. Patients B and C had the CE-MRA 6 and 5 months after IA-DSA and thus could potentially represent recurrence of 
aneurysm that was not present at the time of IA-DSA.

mal remnant on MRA. There were no aneurys-
mal remnants missed by CE-MRA and none 
appeared smaller on CE-MRA.

Changes in parent artery 

All parent arteries were noted to be patent 
on both CE-MRA and IA-DSA. Of the 33 
matched studies, stenosis of the parent artery, 
at the stented region, was demonstrated on 
both IA-DSA and CE-MRA in ten cases. CE-
MRA showed stenosis in eight more cases that 
were not evident on IA-DSA (Figure 2).   Of 
the ten cases that showed stenosis on both CE-
MRA and IA-DSA, the stenosis was of the 
same degree in six cases and worse on CE-
MRA in four.   In total, the appearance of the 
parent artery on CE-MRA did not match that 

of IA-DSA in 12 cases. In four of these 12 cases 
IA-DSA was performed a significant time prior 
to CE-MRA. In eight of these cases IA-DSA 
was performed on the same day as CE-MRA 
(one case), after CE-MRA (five cases) or in 
great proximity prior to CE-MRA (two cases, 
(two  days and 19 days apart)). In these eight 
cases it is therefore reasonable to conclude that 
IA-DSA does indeed represent the “gold 
standard” with regard to stenosis and that CE-
MRA does not depict the true status of the ar-
tery. In these eight cases, CE-MRA showed 
false stenosis of the stented parent artery in six 
cases and exaggerated stenosis in two. The 
stents present in these eight cases include: four 
Neuroform (in five matching studies), one Neu-
roform-3 and two Enterprise stents. The six 

A B C

D E F



www.centauro.it	 Interventional Neuroradiology 18: 275-283, 2012

279

cases with parent artery stenosis that matched 
between CE-MRA and IA-DSA were: two 
Neuroform (in three matching studies), one 
Neuroform-2, one Leo and one Enterprise.  

In addition to the above stenoses along the 
length of the stented portion of the artery, the 
reader recognized 18 cases with focal short 
“tight stenosis” noted only on CE-MRA (Fig-
ures 2, 4 and 5). These “stenoses” were always 
located at the presumed location of the ends of 
the stent where the stent’s marker bands are lo-
cated. Since none of these “stenoses” were seen 
on IA-DSA we have subsequently termed this 
the “marker band effect” of CE-MRA. The 
marker band effect was noted in 16 cases at the 
distal end of the stent (Figures 2 and 4) and in 
two cases in both proximal and distal ends of 

the stent (Figure 5). Eleven of these focal sten-
oses were seen at the P1 segment of the poste-
rior cerebral artery (PCA), four at the M1 seg-
ment of the middle cerebral artery (MCA), two 
at the A1 segment of the anterior cerebral ar-
tery (ACA), and two at the A2 segment of ACA. 
The cases in which this effect was not seen were 
all cases in which the entire length of the stent 
was deployed in larger arteries (Figure 3) such 
as internal carotid artery (ICA), basilar artery 
or vertebral artery. This focal stenosis was only 
noted in arteries 2 mm or smaller where the 
marker bands come close to each other (A1, A2, 
M1, M2, P1, P2) and was never seen when the 
marker bands lie within a larger artery (such as, 
internal carotid artery, vertebral artery or basi-
lar arteries).  The marker band effect was seen 

Figure 2  False stenosis of parent artery and “marker band effect” on CE-MRA. A) Plain film in AP projection post stent-
assisted coiling of a basilar tip aneurysm shows the proximal marker bands of the Neuroform stent (arrow) located in the 
mid-basilar artery and the distal marker bands (arrow head) located in the P1-P2 junction of the PCA. B) AP MIP recon-
struction of CE-MRA demonstrates a small aneurysmal remnant (long arrow) as well as the “marker band effect” at the 
distal marker bands (arrow head) but not at the proximal marker bands. The right P1 segment of PCA seems to be narrowed 
(short arrows). C) AP projection of left vertebral artery injection from IA-DSA does not show narrowing of the right P1 
segment nor does it show the marker band effect. The aneurysmal remnant is similar in size on both modalities (long arrow 
in B and C).

A B C
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eurysms treated with endovascular coiling was 
originally performed with conventional cere-
bral angiography (IA-DSA). 

However, IA-DSA is an invasive technique 
that carries a risk of stroke and other compli-
cations 12. MR angiography (CE-MRA) has 
emerged as the non-invasive alternative to IA-
DSA for the follow-up of coiled aneurysms 
and has replaced IA-DSA for this purpose in 
many institutions. 

Several studies compared MRA to IA-DSA 
and have shown that MRA is an accurate tech-
nique to reveal aneurysmal remnants and re-
canalization after endovascular coiling 7,9,10,13-15. 
Some studies evaluated contrast-enhanced 

in the following stents: ten Neuroform (14 
matching studies) one Neuroform-2 and one 
Neuroform-3 and two Enterprise stents. L eo 
stent was not deployed in an artery measuring 2 
mm or smaller in this study group. 

Discussion

The re-canalization rate of coiled aneurysms 
is reported to be as high as 34% 2-6 with a risk 
of re-bleeding of up to 2.6%. Since re-bleeding 
is regarded as a result of re-canalization, these 
patients require frequent follow-up imaging 
for several years after coiling. Follow-up of an-

Figure 3  Aneurysmal remnant larger on CE-MRA than on IA-DSA. A) A giant cavernous carotid aneurysm post stent-as-
sisted coiling with an Enterprise stent. AP plain film shows the coil mass and the stent marker bands (proximal marker bands 
– long arrow, distal marker bands – short arrow). IA-DSA (B and C) of the right carotid artery and matching MIP views of 
CE-MRA (D and E) performed 2 days apart demonstrate a large aneurysmal remnant. The remnant is depicted on both 
modalities however its full extent is not appreciated on the IA-DSA as it is on the CE-MRA. Parent artery stenosis is noted 
similarly on both modalities. There is no “marker band effect” since the proximal and distal marker bands of stent are within 
the internal carotid artery which is a relatively large vessel. 

A B C
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Figure 4  “Marker band effect” in a patient after stent-assisted coiling of a basilar tip aneurysm. AP MIP reconstruction of 
CE-MRA (A) and the matching AP image of IA-DSA (C) of the posterior circulation. B) A non-subtracted IA-DSA image 
showing the coil mass and the proximal (long arrow) and distal (short arrow) marker bands of a Neuroform-2 stent for refer-
ence. CE-MRA (A) demonstrates a focal stenosis, “marker band effect”, at the distal marker bands (short arrow) with no 
such effect at the proximal marker bands (long arrow). This is since the distal marker bands are located in P1 which is a small 
artery while the proximal marker bands are located in the basilar artery which is larger than 2 mm in diameter. IA-DSA (C) 
does not demonstrate an apparent narrowing or marker band effect, although the location of the distal marker bands is evi-
dent (short arrow). 

A B C

Figure 5  Proximal and distal “marker band effect” in a case of stent-assisted coiling of Acom aneurysm. Matching oblique 
views of CE-MRA (A) and IA-DSA (B) of the left ICA show the proximal marker bands of a Neuroform-2 stent in the A1 
segment of the ACA and distal marker bands in the A2 segment (arrows in B). The CE-MRA demonstrated the “marker 
band effect” in both these locations since A1 and A2 are either 2mm or smaller diameter.  (Note: this specific IA-DSA image 
is from a run prior to complete occlusion of the aneurysm with coils).

A B
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tallic stent struts. Cage-like implants such as 
stents were show to cause radio-frequency cag-
ing 19-21. While the susceptibility is not enough to 
impair depiction of aneurysmal remnants, it 
will sometimes, reduce the appearance of the 
patent lumen especially in stents with smaller 
diameter 19. 

This study suggests that an apparent arterial 
stenosis within a stent on CE-MRA is not a re-
liable finding and could either be false or exag-
gerated. An interesting phenomenon demon-
strated in our group of patients was the “mark-
er band effect”. This effect is the appearance of 
a short focal stenosis of the parent artery on 
CE-MRA at the location of the proximal or 
distal marker bands of the stent. This was seen 
in 18 of our 33 cases. 

Most of these showed this effect at the distal 
marker bands and two at both proximal and 
distal marker bands. This effect appeared in all 
the cases that had the proximal and/or distal 
marker bands located in a small artery (2 mm 
in diameter or less). This artifact is most likely 
due to the marker bands being thicker and of 
different alloy than the rest of the stent (usu-
ally made of platinum) which creates a stronger 
local susceptibility artifact. Since susceptibility 
artifact is greater in smaller vessels 19, it com-
monly occurred at the distal end of the stent 
since most of the stents extend in a way that 
their proximal marker bands are in a relatively 
large artery and their distal marker bands are 
in a small artery (ICA to M1 or Vertebral ar-
tery to P1, etc.). 

In two of our cases the stent extended from 
A1 to A2 segment of the ACA. These two cases 
showed the marker band effect both at the 
proximal and distal ends of the stent.  This ef-
fect was not noted on IA-DSA and should not 
be regarded as real stenosis but rather as an ar-
tifact produced by closely opposed metal mark-
er bands within a small vessel lumen. This is a 
retrospective observational study and its main 
limitation is that the images were reviewed by 
only one observer, thus inter-observer agree-
ment rates cannot be provided. 

The other main limitation of this study is ob-
viously significant time spacing, in some of the 
cases, between CE-MRA and IA-DSA. This 
might introduce an obvious error since aneu-
rysms may recanalize and recur with time. In 
about half of our cases, CE-MRA and ID-DSA 
were performed within 60 days of each other 
(average 20 days, median 14 days) however, the 
other half were separated by more than 60 days 

techniques 8,10,14,15 while others evaluated MRA 
techniques with no contrast administration 
such as 3D TOF 7,9,13 or both 16,17. A few studies 
have suggested that MRA is superior to IA-
DSA in demonstrating some aneurysmal rem-
nants 10,13. This is especially evident for rem-
nants that extend or invaginate into the coil 
mass. In these cases, the coils that surround the 
aneurysmal remnant create an impenetrable 
radio dense “helmet” around the remnant such 
that it is difficult to appreciate the remnant on 
IA-DSA (despite complete AP, LAT and rota-
tional views) due to lack of photon penetration 
through the coil mass. 

Adding multiple angled oblique projections 
in addition to the standard AP, lateral and rota-
tional views might or might not help to visual-
ize such a remnant on IA-DSA assuming one 
was aware of its existence. MRA enjoys a dis-
tinct advantage over DSA for the visualization 
of this type of remnant since it does not suffer 
from the helmet phenomenon and there is only 
minimal susceptibility artifact arising from 
platinum coils 18.

In the current study we support previous 
publications and show again that CE-MRA is 
an accurate technique to reveal aneurysmal 
remnants and recurrences. Furthermore we 
were able to show that the presence of a metal 
stent in the parent artery at the aneurysmal 
neck does not impair the ability of CE-MRA to 
reveal remnants. 

In this study, CE-MRA revealed all of the 
remnants depicted by IA-DSA as well as three 
more. One of these is a definite false negative of 
IA-DSA since CE-MRA was performed one 
day earlier. In addition, five of the remnants de-
picted by both CE-MRA and IA-DSA were 
larger on CE-MRA. In two of these cases CE-
MRA was performed earlier than IA-DSA and 
thus CE-MRA likely represents the reality rath-
er than an aneurysm that grew in the interim 
between studies.

CE-MRA did not suggest false occlusion of 
any of the parent arteries. It did however dem-
onstrate false narrowing of several parent ar-
teries at the stented portion. In this study CE-
MRA showed false stenosis of the stented par-
ent artery in six cases and exaggerated stenosis 
in two. Metal stents were shown to cause arti-
factual stenosis on CE-MRA with carotid 
stents 19. It was shown to result from flow, sus-
ceptibility and radio-frequency artifacts. Sus-
ceptibility artifacts result from local in-homo-
geneities of the magnetic field due to the me-
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Conclusions

CE-MRA is an accurate technique for fol-
low-up of aneurysms post stent-assisted coiling. 
The presence of a stent in the parent artery at 
aneurysmal neck does not diminish the accura-
cy of CE-MRA in diagnosis of aneurysmal 
remnants. The presence of apparent stenosis at 
the stented parent artery on CE-MRA is often 
false or exaggerated. “Marker band effect” 
should be anticipated and recognized as an ar-
tifact that appears when the stent’s marker 
bands are located in a small artery. 

(average 154 days, median 176 days). This time 
gap might explain five of eight cases with dis-
crepancies in aneurysmal remnant depiction 
between IA-DSA and CE-MRA. In three of 
these eight cases the superiority of CE-MRA in 
remnant depiction is clear. 

Furthermore, the fact that no aneurysmal 
remnants were missed by CE-MRA and none 
appeared smaller on CE-MRA supports CE-
MRA is a reliable technique even in face of 
this time gap. Lastly, we reviewed 28 aneurysms 
with a small sample size of each type of intrac-
ranial stent.

	12	 Willinsky RA, Taylor SM, TerBrugge K, et al. Neuro-
logic complications of cerebral angiography: prospec-
tive analysis of 2,899 procedures and review of the lit-
erature. Radiology. 2003; 227: 522-528.

	13	Y amada N, H ayashi K, Murao K, et al. Time-of-flight 
MR angiography targeted to coiled intracranial aneu-
rysms is more sensitive to residual flow than is digital 
subtraction angiography. Am J Neuroradiol. 2004; 25: 
1154-1157.

	14	 Farb RI, Nag S, Scott JN, et al. Surveillance of intracranial 
aneurysms treated with detachable coils: a comparison of 
MRA techniques. Neuroradiology. 2005; 47: 507-515.

	15	L ubicz B, Neugroschl C, Collignon L , et al. Is digital 
substraction angiography still needed for the follow-up 
of intracranial aneurysms treated by embolisation with 
detachable coils? Neuroradiology. 2008; 50: 841-848. 

	16	 Schaafsma JD, Velthuis BK, Majoie CB, et al. Intracra-
nial aneurysms treated with coil placement: test charac-
teristics of follow-up MR angiography--multicenter 
study. Radiology. 2010; 256: 209-218. 

	17	 Sprengers ME, Schaafsma JD, van Rooij WJ, et al. Eval-
uation of the occlusion status of coiled intracranial an-
eurysms with MR angiography at 3T: is contrast en-
hancement necessary? Am J Neuroradiol. 2009; 30: 
1665-1671.

	18	H artman J, Nguyen T, Larsen D, et al. MR artifacts, heat 
production, and ferromagnetism of Guglielmi detacha-
ble coils. Am J Neuroradiol. 1997; 18: 497-501.

	19	L ettau M, Sauer A, H eiland S, et al. Carotid artery 
stents: in vitro comparison of different stent designs and 
sizes using CT angiography and contrast-enhanced MR 
angiography at 1.5T and 3T. Am J Neuroradiol. 2009; 30: 
1993-1997. 

	20	 Schenck JF. The role of magnetic susceptibility in mag-
netic resonance imaging: MRI magnetic compatibility of 
the first and second kinds. Med Phys. 1996; 23: 815-850.

	21	 Bartels LW, Bakker CJ, Viergever MA. Improved lumen 
visualization in metallic vascular implants by reducing 
RF artifacts. Magn Reson Med. 2002; 47: 171-180.

References

	 1	 Molyneux AJ, Kerr RS, Yu LM, et al. International sub-
arachnoid aneurysm trial (ISAT) of neurosurgical clip-
ping versus endovascular coiling in 2143 patients with 
ruptured intracranial aneurysms: a randomised com-
parison of effects on survival, dependency, seizures, re-
bleeding, subgroups, and aneurysm occlusion. L ancet. 
2005; 366: 809-817.

	 2	 Willinsky RA, Peltz J, da Costa L, et al. Clinical and an-
giographic follow-up of ruptured intracranial aneu-
rysms treated with endovascular embolization.  Am J 
Neuroradiol. 2009; 30: 1035-1040. 

	 3	 Grunwald IQ, Papanagiotou P, Struffert T, et al. Reca-
nalization after endovascular treatment of intracerebral 
aneurysms. Neuroradiology. 2007; 49: 41-47.

	 4	H olmin S, Krings T, Ozanne A, et al. Intradural saccular 
aneurysms treated by Guglielmi detachable bare coils 
at a single institution between 1993 and 2005: clinical 
long-term follow-up for a total of 1810 patient-years in 
relation to morphological treatment results. Stroke. 
2008; 39: 2288-2297.

	 5	 Ferns SP, Sprengers ME, van Rooij WJ, et al. Coiling of 
intracranial aneurysms: a systematic review on initial 
occlusion and reopening and retreatment rates. Stroke. 
2009; 40: e523-529.

	 6	 Tan IY, Agid RF, Willinsky RA. Recanalization rates af-
ter endovascular coil embolization in a cohort of 
matched ruptured and unruptured cerebral aneurysms. 
Interv Neuroradiol. 2011; 17: 27-35.

	 7	 Majoie CB, Sprengers ME, van Rooij WJ, et al. MR an-
giography at 3T versus digital subtraction angiography 
in the follow-up of intracranial aneurysms treated   with 
detachable coils. Am J Neuroradiol. 2005; 26: 1349-1356.

	 8	L eclerc X, Navez JF, Gauvrit JY, et al. Aneurysms of the 
anterior communicating artery treated with Guglielmi 
detachable coils: follow-up with contrast-enhanced MR 
angiography. Am J Neuroradiol. 2002; 23: 1121-1127.

	 9	 Okahara M, Kiyosue H, Hori Y, et al. Three-dimension-
al time-of-flight MR angiography for evaluation of in-
tracranial aneurysms after endosaccular packing with 
Guglielmi detachable coils: comparison with 3D digital 
subtraction angiography. Eur Radiol. 2004; 14: 1162-
1168.

	10	 Agid R, Willinsky RA, Lee SK, et al. Characterization 
of aneurysm remnants after endovascular treatment:  
CEMRA versus DSA. Am J Neuroradiol. 2008; 29: 
1570-1574.

	11	L ubicz B, L evivier M, Sadeghi N, et al. Immediate in-
tracranial aneurysm occlusion after embolization with 
detachable coils: a comparison between MR angiogra-
phy and intra-arterial digital subtraction angiography. J 
Neuroradiol. 2007; 34: 190-197.

Ronit Agid, MD
Department Medical Imaging, Neuroradiology
Toronto Western Hospital
1 399 Bathurst st., 3 McLaughlin wing, room #425
Toronto, Ontario M5T 2S8 Canada
Tel.: 1-416-6035800 x3404
Fax: 1-416-6034257
E-mail: ronit.agid@uhn.ca


